matrix is then mated to the microtiter plate, allowing 96 hybridizations to be carried out simultaneously. At the current multiplex level of 1,152, a total of ~110,000 genotypes can be obtained from each matrix of 96 arrays.
The genetic factors underlying common disease are largely unknown. Discovery of disease-causing genes will transform our knowledge of the genetic contribution to human disease, lead to new genetic screens, and underpin research into new cures and improved lifestyles. The sequencing of the human genome has catalyzed efforts to search for disease genes by the strategy of associating sequence variants with measurable phenotypes. In particular, the Human Genome Project and follow-on efforts to characterize genetic variation have resulted in the discovery of millions of single-nucleotide polymorphisms (SNPs) (Patil et al. 2001; Sachidanandam et al. 2001; Reich et al. 2003 ). This represents a significant fraction of common genetic variation in the human genome and creates an unprecedented opportunity to associate genes with phenotypes via large-scale SNP genotyping studies.
To make use of this information, efficient and accurate SNP genotyping technologies are needed. However, most methods were designed to analyze only one or a few SNPs per assay, and are costly to scale up (Kwok 2001; Syvanen 2001) . To help enable genome-wide association studies and other large-scale genetic analysis projects, we have developed an integrated SNP genotyping system that combines a highly multiplexed assay with an accurate readout technology based on random arrays of DNAcoated beads (Michael et al. 1998; Oliphant et al. 2002; Gunderson et al. 2004) . Our aim was to reduce costs and increase productivity by ~2 orders of magnitude. We chose a multiplexed approach because it is more easily scalable and is intrinsically cost-efficient (Wang et al. 1998) . Although existing multiplexed approaches lacked the combination of accuracy, robustness, scalability, and cost-effectiveness needed for truly large-scale endeavors (Wang et al. 1998; Ohnishi et al. 2001; Patil et al. 2001; Dawson et al. 2002; Gabriel et al. 2002) , we hypothesized that some of these limitations could be overcome by designing an assay specifically for multiplexing.
To increase throughput and decrease costs by ~2 orders of magnitude, it was necessary to eliminate bottlenecks throughout the genotyping process. It was also desirable to minimize sources of variability and human error in order to ensure data quality and reproducibility. We therefore took a systems-level view to technology design, development, and integration. Although the focus of this paper is on a novel, highly multiplexed genotyping assay, the GoldenGate ™ assay, four other key technologies that were developed in parallel, as part of the complete BeadLab system (Oliphant et al. 2002) , are briefly described below.
BEADARRAY™ PLATFORM
We developed an array technology based on random assembly of beads in micro-wells located at the end of an optical fiber bundle (Michael et al. 1998) . This technology has advantages over conventional microarrays and is particularly suited to the needs of high-throughput genotyping (Oliphant et al. 2002; Gunderson et al. 2004) . Arrays currently in use have up to 50,000 beads, each ~3 microns in diameter. The beads are distributed among 1,520 bead types, each bead type representing a different oligonucleotide probe sequence. This gives, on average, ~30 copies of each bead type, with the result that a genotype call is based on the average of many replicates. The inherent redundancy increases robustness and genotyping accuracy.
We took advantage of the fact that the arrays have a small footprint to design an array matrix, comprising 96 arrays arranged in an 8 x 12 matrix that matches the well spacing of a standard microtiter plate (Fig. 1) . With this format, samples can be processed in standard microtiter plates, using standard laboratory equipment. The array matrix is then mated to the microtiter plate, allowing 96 hybridizations to be carried out simultaneously. At the current multiplex level of 1,152, a total of ~110,000 genotypes can be obtained from each matrix of 96 arrays.
BEADARRAY READER
Scanners for conventional microarrays typically have imaging spot sizes in the range of 3-5 microns, insufficient to resolve the ~5-micron-spaced features on the randomly assembled optical fiber-based arrays. We therefore developed a compact confocal-type imaging system with ~0.8-µm resolution and two-laser illumination (532 and 635 nm; Barker et al. 2003) . This scanner is able to image a 96-array matrix in both color channels in about 1.5 hours, which allows a throughput of ~8-10 array matrices, corresponding to ~1 million genotypes, per scanner per day.
AUTOMATION AND A LABORATORY INFORMATION MANAGEMENT SYSTEM
Automation of a process can be achieved by building a custom instrument that performs multiple functions without human intervention. However, mechanical integration tends to be inflexible: Even minor changes in the process might require a costly redesign of the instrument. An alternative strategy is to keep the system modular, and loosely but accurately coupled through a laboratory information management system (LIMS), designed handin-hand with automation (Oliphant et al. 2002) . This flexible design philosophy is well-suited to molecular biology assays, which can be both complex and rapidly evolving.
In collaboration with Wildtype Informatics, we developed a LIMS that tracks objects as they are processed through the laboratory. Physical objects that contain samples and reagents, such as microtiter plates and array matrices, are bar-coded. The LIMS supervises each step where information is associated with a new object. For example, when samples are transferred from one plate to another, the robot application requests permission from LIMS to perform the process for the specified plate bar codes. Should LIMS approve the transaction, the robot proceeds with the process and sample transfer. After the process and sample transfers are complete, LIMS is automatically updated with the bar code information. This fail-safe approach, called positive sample tracking, eliminates common sources of human error, such as mislabeling and plate mix-ups.
OLIGATOR
® DNA SYNTHESIZER SNP assays require one or more oligonucleotides (the GoldenGate assay requires 3n + 3 oligonucleotides for n SNPs), which are most efficiently generated by de novo chemical synthesis. Anticipating a need to create millions of SNP assays, we developed a high-throughput, low-cost centrifugal oligonucleotide synthesizer (Lebl et al. 2001 ). This LIMS-integrated automated instrument is able to produce hundreds to thousands of oligonucleotides per day. With this technology, we are able to develop SNP genotyping assays on a genome-wide scale, rapidly and cost-effectively.
DESIGN OF A HIGHLY MULTIPLEXED SNP GENOTYPING ASSAY
The GoldenGate assay was developed specifically for multiplexing to high levels while retaining the flexibility to choose any SNPs of interest to assay. There are a number of key design elements. In particular, the assay performs allelic discrimination directly on genomic DNA (gDNA), generates a synthetic allele-specific PCR template afterward, then performs PCR on the artificial template. In contrast, conventional SNP genotyping assays typically use PCR to amplify a SNP of interest. Allelic discrimination is then carried out on the PCR product. By reversing the conventional order, we require only three universal primers for PCR, and eliminate primer sequence-related differences in amplification rates between SNPs. We also attach the gDNA to a solid support prior to the start of the assay proper. After attachment, assay oligonucleotides targeted to specific SNPs of interest are annealed to the gDNA (Fig. 2) . This attachment step improves assay specificity by allowing unbound and nonspecifically hybridized oligonucleotides to be removed by stringency washes. Correctly hybridized oligonucleotides remain on the solid phase.
Two allele-specific oligonucleotides (ASOs) and one locus-specific oligonucleotide (LSO) are designed for each SNP (Fig. 2) . Each ASO consists of a 3´ portion that hybridizes to gDNA at the SNP locus, with the 3´ base complementary to one of two SNP alleles, and a 5´ portion that incorporates a universal PCR primer sequence (P1 or P2, each associated with a different allele). The LSOs consist of three parts: At the 5´ end is a SNP locusspecific sequence; in the middle is an address sequence, complementary to one of 1,520 capture sequences on the array; and at the 3´ end is a universal PCR priming site (P3´). Currently, a typical multiplex pool is designed to assay 1,152 SNPs, and thus contains 2,304 ASOs and 1,152 LSOs. The additional capacity of the array provides some room for expansion of the multiplex pool.
After the annealing and washing steps, an allele-specific primer extension step is carried out. This employs DNA polymerase to extend ASOs if their 3´ base is complementary to their cognate SNP in the gDNA template (Pastinen et al. 2000) . Allele-specific extension is followed by ligation of the extended ASOs to their corresponding LSOs, to create PCR templates. Requiring the joining of two fragments to create a PCR template provides an additional level of genomic specificity. Any residual incorrectly hybridized ASOs and LSOs are unlikely to be adjacent, and therefore should not be able to ligate.
Next, the primers P1, P2, and P3 are added. P1 and P2 are fluorescently labeled, each with a different dye. For the SNP illustrated in Figure 2 , where A and G represent the two alleles, the expected products are P1-A-P3 in the case of an AA homozygote, P2-G-P3 in the case of a GG tem, consisting of artificial sequences that are not SNP specific, allows any set of SNPs to be read out on a common, standard array (Gerry et al. 1999; Cai et al. 2000; Chen et al. 2000; Fan et al. 2000; Iannone et al. 2000) . This provides flexibility and reduces array manufacturing costs. Custom sets of assays can be made on demand, simply by building the address sequences into the SNP-specific assay oligonucleotides. The use of universal PCR primers to associate a fluorescent dye with each SNP allele also saves on costs. Because only three primers, two labeled and one unlabeled, are needed regardless of the number of SNPs to be assayed, the primer costs are negligible, as they are amortized over large numbers of assays.
The GoldenGate assay uses ~40 bp surrounding the SNP. Either strand can be chosen for the assay, but we use design rules to designate a preferred strand. The ASOs are designed to have a T m of 60ºC (57-62ºC), whereas the LSO has a T m of 57ºC (54-60ºC). It is possible to design a similar assay that omits the allele-specific polymerase extension step. However, we have found that allelic discrimination using polymerase, followed by ligation, increases the signal-to-noise ratio (data not shown) (Abravaya et al. 1995) . Another advantage is that a variable gap between the ASOs and LSO (typically 1-20 bases) provides flexibility to position the LSO to avoid unfavorable sequences.
GENOTYPING RESULTS
To date, we have developed well in excess of 100,000 SNP assays. Representative data are shown in Figure 3 . Figure 3A shows a fluorescence image from a single array in a 96-array matrix. The image is a false-color composite of the Cy3 (green) and Cy5 (red) images collected in separate channels. A portion of the image is expanded in Figure 3B to show individual beads. Red and green beads are indicative of homozygous genotypes. Yellow indicates a heterozygous genotype, resulting from the presence of both Cy3 and Cy5 on the same bead (Fig. 2) . In the next stage of data processing, a trimmed mean intensity is calculated for each bead type, for both Cy3 and Cy5 (on average, there are ~30 beads of each of the 1,520 bead types in an array). Figure 3C shows trimmed mean intensities for 96 DNA samples genotyped on one SNP. The SNP is one of 1,152 assayed in a multiplex pool. As shown, the 96 DNA samples cluster into three groups, showing that all three genotypes are represented in the sample set.
Actual genotype calls are made after transforming the intensity values into modified polar coordinates (Fig. 4) . By taking into account the intensity distribution of beads, averaging, and rejecting outliers, measurement precision is improved (Fig. 4A vs. 4B and 4C vs. 4D) . It is also shown in Figure 4 that occasional beads are outliers, and would, on their own, give inaccurate genotypes. Even though there are relatively few such beads, they could have a detrimental impact given the requirements for low error rates in large-scale genotyping studies. However, the redundancy in the system ensures a minimum of 5 beads of each type, greatly reducing the chance of an incorrect call.
homozygote, or an equimolar mixture of P1-A-P3 and P2-G-P3 in the case of an AG heterozygote. Because P1 is associated with the A allele and P2 with the G allele, the ratio of the two primer-specific fluorescent signals identifies the genotype as AA, AG, or GG.
Each SNP is assigned a different address sequence, which is contained within the LSO. Each of these addresses is complementary to a unique capture sequence represented by one of the bead types in the array. Therefore, the products of the 1,152 assays hybridize to different bead types in the array, allowing all 1,152 genotypes to be read out simultaneously. This universal address sys- 
ASSAY CONVERSION RATES
The fraction of SNPs that can be converted to working assays influences cost and the probability that any particular SNP can be genotyped. Currently, for most genetic studies, cost is of greater importance, and we maximize the assay conversion rate by using bioinformatic screens to rank SNPs according to likelihood of success. Sequences flanking the targeted SNP are evaluated on sequence composition and the presence of duplicated or more highly repetitive sequences, palindromes, and neighboring polymorphisms. The algorithm generates a quantitative score that reflects the likelihood of successfully developing an assay. Therefore, assay conversion rates depend on the quality of the set of input SNPs (e.g., some sets contain a higher fraction of sequencing errors and rare polymorphisms), whether or not we apply a bioinformatic screen, and the rigor of the screen. The quality of the oligonucleotides used in the assay is also an important factor. Given these variables, we have obtained assay conversion rates ranging from <50% to >97%. From a random sampling of dbSNP (http://www. ncbi.nlm.nih.gov/SNP/), attempting assays on both strands, we obtained an assay conversion rate of 81% (87% when excluding sequences that could not be assayed by other methods). This compares favorably to other technologies (Ohnishi et al. 2001; Gabriel et al. 2002; Hardenbol et al. 2003; Phillips et al. 2003) .
Recently, many high-quality "double-hit" SNPs have been deposited in dbSNP (Reich et al. 2003; J. Mullikin, pers. comm.) . These have each allele supported by two independent sequence reads, and therefore are more likely to be genuine SNPs and to have a relatively high minor allele frequency. To estimate the upper bound of our ability to convert candidate SNPs into assays, we selected 17,280 SNPs (corresponding to 15 x 1,152 multiplexes) that were predicted to have the highest likelihood of success from a collection of ~124,000 double hit SNPs (~14%). By choosing double-hit SNPs for this experiment, we effectively avoided the confounding variable of SNP quality (i.e., sequencing errors and rare SNPs). We developed assays for 10 x 1,152 SNPs on both strands, and assays for a further 5 x 1,152 SNPs on one strand only. This allowed us to compare success rates between the two levels of coverage. We obtained assay conversion rates of 96-99% when assaying both strands and using the best strand, and 94-96% when assaying a single strand (Table 1) . Because these assays were carried out on the highest quality SNPs, we expect success rates to be more typically in the range of 90% when developing assays for double-hit SNPs on one strand, our standard approach.
Most of our assays have been developed at 1,152-plex, but we recently increased multiplexing levels to 1,536-plex. We have not yet determined the limits of multiplexing for this assay, but we have achieved excellent accuracy and call rates at multiplex levels of 1,152 to 1,536.
ACCURACY
There are several ways to estimate accuracy, including reproducibility, strand correlation, concordance with other genotyping methods, and consistency of Mendelian inheritance. Each measure has strengths and weaknesses (Oliphant et al. 2002 ). Here we report on an analysis of 5,704 SNPs from human chromosome 20. In a study of a 10-Mb region of Chromosome 20 (Contig NT_011362.7; 3,726,000 -13,824,000 bp), 11,328 SNPs were selected for assay development. All assays were developed on both strands at a multiplex level of 1,152 and used to genotype 384 samples, including 100 unrelated AfricanAmericans, 191 Caucasians (95 individuals from 12 three-generation Utah CEPH families and 96 UK Caucasians), 32 Japanese and 10 Chinese DNAs and controls, Each bundle corresponds to a SNP set assayed as a multiplex pool. All the assays are read out on a single array per sample (96 samples per 96-array matrix). Each sample plate contained 95 DNAs and a negative control. The first ten SNP sets, designated DS, were assayed on both strands. The remaining five SNP sets, designated SS, were assayed on one strand only. The DS and SS sets are sorted in the table by assay conversion rate. including 32 duplicated DNAs. A total of 5,704 SNPs with a minor allele frequency of ≥4% in the combined set of DNA samples was selected for further analysis. Figure  4 shows genotyping data for one of the SNPs in this study. A linkage disequilibrium analysis of these data will be published elsewhere (P. Deloukas).
We used duplicate genotypes (from assays on both strands and DNA duplicates) and inheritance (CEPH family panel only) to identify discrepant genotypes. After removing 5 DNAs with poor results, the GenCall confidence score (provided with each genotype; see Analysis section below) was used as a threshold. The genotypes retained above the cutoff had a concordance rate of >99.7%. In addition, 566 of the 5,704 SNPs were also genotyped using the Homogeneous Mass Extend assay and MALDI-TOF mass spectrometry (CEPH panel only; P. Deloukas and colleagues, Wellcome Trust Sanger Institute). The concordance between the two different methods was 99.68%, based on a total of 27,901 genotypes.
We have also estimated accuracy from the sum of reproducibility and heritability errors for the data sets shown in Table 1 . The accuracy of each of the 15 data sets shown in the table was ~99.9%. These results are consistent with a number of other studies (A. Oliphant, unpubl.) that have estimated the accuracy of genotypes after applying quality cutoffs to be in the range of 99.7-99.9%.
CALL RATE
There is a tradeoff between accuracy and call rate, which is also an important genotyping performance metric. We define the call rate as the fraction of genotype calls that are made as a fraction of possible calls, excluding unsuccessful assays. In the Chromosome 20 study described above, the overall accuracy of ~99.7% was achieved with an average call rate of 91.7%. We have since achieved even higher call rates while maintaining high accuracy. The more recent data set shown in Table 1 had a total of 1,585,219 genotypes called of a possible 1,585,740, for a call rate of 99.97%.
THE IMPORTANCE OF DNA QUALITY AND QUANTITY
We have analyzed the effects of key assay variables on data quality and found that gDNA concentration and purity are the most important variables in routine operation. Figure 5 shows the reproducibility of the GoldenGate assay as a function of the amount of input gDNA. A major advantage of a highly multiplexed assay is that relatively little DNA is consumed per genotype, assuming that many SNPs are assayed per sample. We routinely use 200 ng of gDNA for SNP assays multiplexed at 1,152-plex. At this level of multiplexing, DNA consumption is 0.2 ng per genotype. Furthermore, we have shown that the assay works well with amplified gDNA, allowing large-scale genotyping from only ~ 10 ng of gDNA (D.L. Barker et al., in prep.) .
ASSAY CONTROLS
Internal controls are used to monitor key steps in the procedure. These include gDNA/oligo annealing, PCR, array hybridization, and imaging. For example, assay specificity is checked by assaying nonpolymorphic sites in the genome with an ASO pair, of which one is a perfect match and the other a 3´ end mismatch. To illustrate, a site containing a G base might be assayed with an ASO containing a 3´C and a mismatch ASO containing a 3´T. The ratio of signals from the two ASOs is a measure of specificity. Similarly, imbalances in the amplification from P1 and P2 can be detected by assaying a nonpolymorphic site in the genome with two ASOs that are identical except that one incorporates P1 and the other P2. A 74 FAN ET AL. double-labeled control is used in array hybridization to check the optical balance of the Cy3 and Cy5 detection channels.
ANALYSIS OF LARGE GENOTYPING DATA SETS
To cope with the large amount of data generated, we developed automated methods to extract and analyze data, and derived quantitative measures of data quality. To call genotypes, we developed GenCall, a software program that interprets sample data using a model based on reference data. GenCall is used in conjunction with GenTrain software, which applies a custom clustering algorithm to a reference data set to obtain a set of locus-specific variables for each SNP. This information is provided as input to GenCall.
GenCall also calculates a quality score for each genotype called, which has been shown to correlate with the accuracy of the genotyping call (Fig. 6) (Oliphant et al. 2002) . GenCall scores are in the range of 0 to 1, with 1 indicating the highest probability of the score being accurate. The score reflects the degree of separation between homozygote and heterozygote clusters and the placement of the individual call within a cluster, which can be considered key measures of signal-to-noise in the assay data. Besides being important for quality control of complex lab processes, the ability to evaluate objectively the quality of large data sets also enables process improvement to be carried out in a systematic way.
As shown in Figure 6 , lower GenCall scores reflect less correlation between strands. Although the relationship is not linear, it is nevertheless useful in helping to establish a threshold for ensuring data quality. Currently, the relationship between GenCall score and accuracy can only be interpreted within a given study. Given the relatively large sizes of studies being undertaken, and the completeness of the data obtained, this is a minor limitation. Nevertheless, we are working to establish a more uniform relationship between GenCall score and accuracy.
ASSAY PANELS
Assay panels need to be readily available before any SNP genotyping system can be broadly useful for human genetic studies. We have developed a human linkage mapping panel, comprising ~4,600 highly informative SNPs, and a fine mapping panel comprising ~40,000 SNPs. We can also easily make custom panels on demand, with a high assay development success rate. The content for these panels can be chosen from the millions of available SNPs.
We are also involved in the International HapMap Project, which aims to create a haplotype map of the human genome and to make this information freely available in the public domain. This will enable genome-wide genetic association studies, potentially revolutionizing the search for the genetic basis of common diseases (http:// hapmap.cshl.org). The SNPs are being genotyped in a set of samples representing African, Asian, and Caucasian populations. The data will be used to define haplotype patterns that are common in each population, and to identify a specific set of SNPs ("tag SNPs") that will be maximally informative for future genome-wide association studies. These genome-wide association studies will investigate the role of common variants in common diseases. Illumina is developing the haplotype map for Chromosomes 8q, 9, 18q, 22, and X, covering 15.5% of the genome, and the Wellcome Trust Sanger Institute is analyzing Chromosomes 1, 6, 10, 13, and 20, covering 24% of the genome. Other leading genome centers are also using the GoldenGate assay and the BeadLab system to develop HapMap assays for other regions of the genome, so far totaling an additional ~20%.
GENOTYPING RNA
Inherited variation in allelic mRNA abundance provides a means of studying the genetic basis of gene regulation and may enable associations to be made between genetic variation and disease (Yan et al. 2002; Lo et al. 2003) . Studies of this type would benefit from the ability to assay efficiently large sets of SNPs occurring in coding regions (cSNPs). In preliminary studies of the GoldenGate assay for allele-specific quantitative mRNA profiling, 32 cSNPs were genotyped on matched pairs of DNA and RNA samples isolated from an ovarian tissue (Fig. 7) . The RNA samples were first converted to cDNA, then genotyped using the same procedures used for gDNA. Of the 32 cSNPs, two scored as heterozygous in DNA, but showed a strong allele-specific bias in transcript abundance. In addition, assays for 1,152 cSNPs from 450 human cancer-related genes were monitored in pairs of DNA/RNA samples isolated from different human tissues. Of the cSNPs (genes) that were expressed at detectable levels in the RNA and heterozygous in the corresponding genomic DNA, 20% showed differences in allelic abundance at 95% confidence; in many cases, only one allele from a heterozygous genomic locus was detected (J.-B. Fan, unpubl.) . These preliminary studies show the feasibility of using the GoldenGate assay to genotype cDNA derived from mRNA populations.
CONCLUSIONS
We have developed a flexible, accurate, and scalable genotyping system, and have achieved high accuracy together with high call rates. Conventional wisdom was that single-plex assays would be more accurate than highly multiplexed assays, and that it would be difficult to optimize assays in a multiplex format. In fact, our accuracy and call rates are similar to those obtained from single-plex genotyping systems, but at over 1,000 times the assay sequence complexity. These results demonstrate the specificity of the GoldenGate assay format, as well as the reproducibility and accuracy of the BeadArray platform and the BeadLab genotyping system as a whole.
We previously published a ligation-based RNA assay for analysis of mRNA splice variants (Yeakley et al. 2002) . In the course of this work, others have also published genotyping assays that are conceptually similar (Schouten et al. 2002; Hardenbol et al. 2003) , and others have also achieved high multiplexing levels using direct hybridization-based methods, albeit without the flexibility to assay any SNPs of interest (Kennedy et al. 2003) . The assay format used by Schouten et al. (2002) , which is read out using gel electrophoresis, is used for the analysis of DNA copy number variation, including the detection of deletions in gDNA.
The GoldenGate assay is versatile and can be adapted to a variety of other applications, such as methylation profiling (J.-B. Fan, unpubl.) . In addition, since we use a universal address scheme, different address sequences can be assigned to the same SNP locus to interrogate the same SNP in different samples. This strategy can be quite useful for studies that involve many samples but relatively few SNPs, as in some plant and animal breeding applications. We tested this scheme with an experimental design in which a set of 96 SNPs was associated with 10 discrete sets of 96 address sequences and used to genotype 10 samples in parallel, with readout on one array. We obtained exactly the same genotyping results using this pooling scheme as with our standard approach.
In conclusion, we believe that the GoldenGate assay format is an exemplar for a new class of highly multiplexed assays that utilize parallel readout systems. It represents a significant departure from single and low-multiplex assays and is well suited for large-scale analysis of complex biological systems. We expect that large-scale genotyping studies using this approach will help eluci-date the genetic basis of complex diseases, and we are also optimistic that many new applications will spring from the general approach we have developed.
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APPENDIX

GoldenGate™ Assay Procedures
Details may vary depending on the specifics of the genotyping system used. All robotic processes were performed on a Tecan Genesis Workstation 150 (Tecan). Up-to-date protocols are supplied with genotyping systems from Illumina, Inc.
Immobilization of genomic DNA to streptavidincoated magnetic beads. Genomic DNA (20 µl at 100 ng/µl) was mixed with 5 µl of photobiotin (0.2 µg/µl, Vector Laboratories) and 15 µl of mineral oil, and incubated at 95ºC for 30 minutes. Trizma base (25 µl of 0.1 M) was added, followed by two extractions with 75 µl of Sec-butanol to remove unreacted photobiotin. The extracted gDNA (20 µl) was mixed with 34 µl of Paramagnetic Particle A Reagent (MPA; Illumina) and incubated at room temperature for 90 minutes. The immobilized gDNA was washed twice with DNA wash buffer (WD1) (Illumina) and resuspended at 10 ng/µl in WD1. In each subsequent reaction, 200 ng (10 µl) of DNA was used.
Annealing of assay oligonucleotides to genomic DNA. Annealing reagent (MA1; Illumina; 30 µl) and SNP-specific oligonucleotides (10 µl containing 25 nM of each oligonucleotide) were combined with immobilized DNA (10 µl) to a final volume of 50 µl. LSOs were synthesized with a 5´ phosphate to enable ligation. Annealing was carried out by ramping temperature from 70ºC to 30ºC over ~8 hours, then holding at 30ºC until the next processing step.
Assay oligo extension and ligation. After annealing, excess and mishybridized oligonucleotides were washed away, and 37 µl of master mix for extension (MME; Illumina) was added to the beads. Extension was carried out at room temperature for 15 minutes. After washing, 37 µl of master mix for ligation (MML; Illumina) was added to the extension products, and incubated for 20 minutes at 57ºC to allow the extended upstream oligo to ligate to the downstream oligo.
PCR amplification. After extension and ligation, the beads were washed with universal buffer 1 (UB1; Illumina), resuspended in 35 µl of elution buffer (IP1; Illumina) and heated at 95ºC for one minute to release the ligated products. The supernatant was then used in a 60-µl PCR. PCR reactions were thermocycled as follows: 10 seconds at 25ºC; 34 cycles of (35 seconds at 95ºC, 35 seconds at 56ºC, 2 minutes at 72ºC); 10 minutes at 72ºC; and cooled to 4ºC for 5 minutes. The three universal PCR primers (P1, P2, and P3) are labeled with Cy3, Cy5, and biotin, respectively. PCR product preparation. Double-stranded PCR products were immobilized onto paramagnetic particles by adding 20 µl of Paramagnetic Particle B Reagent (MPB; Illumina) to each 60-µl PCR, and incubated at room temperature for a minimum of 60 minutes. The bound PCR products were washed with universal buffer 2 (UB2; Illumina), and denatured by adding 30 µl of 0.1 N NaOH. After 1 minute at room temperature, 25 µl of the released ssDNAs was neutralized with 25 µl of hybridization reagent (MH1; Illumina) and hybridized to arrays.
Array hybridization and imaging. Arrays were hydrated in UB2 for 3 minutes at room temperature, and then preconditioned in 0.1 N NaOH for 30 seconds. Arrays were returned to the UB2 reagent for at least 1 minute to neutralize the NaOH. The pretreated arrays were exposed to the labeled ssDNA samples described above. Hybridization was conducted under a temperature gradient program from 60ºC to 45ºC over ~12 hours. The hybridization was held at 45ºC until the array was processed. After hybridization, the arrays were first rinsed twice in UB2 and once with IS1 (IS1; Illumina) at room temperature with mild agitation, and then imaged at a resolution of 0.8 microns using a BeadArray Reader (Illumina; Barker et al. 2003) . PMT settings were optimized for dynamic range, channel balance, and signal-to-noise ratio. Cy3 and Cy5 dyes were excited by lasers emitting at 532 nm and 635 nm, respectively. Genotyping with RNA samples. A 20-µl reverse transcription reaction containing a reaction mix (MMC; Illumina) and total RNA (up to 1 µg), was incubated at room temperature for 10 minutes and then at 42ºC for 1 hour. After cDNA synthesis, the remainder of the assay was identical to the GoldenGate assay described above.
